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Zinc oxide ZnO-based film bulk acoustic resonator consisting of a piezoelectric element
Au/ZnO/Pt and a Bragg reflector ZnO/Pt multilayer structure has been fabricated by magnetron
sputtering. The transmission electron microscopy and x-ray diffraction measurements revealed that
all thin film layers in the device were well crystallized and highly textured. By electrical
measurements, it was found that the device had a high resonant frequency 3.94 GHz and mass
sensitivity 8970 Hz cm2/ng. The use of the device as a biosensor was demonstrated by comparing
the resonant properties of the device with/without coatings of biospecies. © 2007 American Institute
of Physics. DOI: 10.1063/1.2719149
Devices with a basic structure of film bulk acoustic reso-
nator FBAR have been used as filters in microwave cir-
cuits. In recent years, there is an increasing interest to de-
velop FBAR biosensors using a similar technology.1,2
Consisting of a piezoelectric resonant unit and a Bragg re-
flector, FBAR has a featured resonance frequency fr which
is determined by the structure and size of the device. Appli-
cation of an external force on the piezoelectric layer induces
a shift of fr and the magnitude of the shift is a function of the
external force. Based on this principle, FBAR devices can be
used to detect mass changes of biospecies in a biological
process/reaction. Compared with quartz crystal microbal-
ances QCMs, currently the most widely used biosensors,
the FBAR biosensors work at a much higher frequency and
thus possess a better theoretical sensitivity.3–5 According to
recent journal papers and patents, ZnO-based FBAR biosen-
sors can work at a frequency of up to 2 GHz with a sensi-
tivity of 2400 Hz cm2/ng, which is thousand of times bet-
ter than that of QCMs.6–12 There is also an effort to develop
an alternative piezoelectric material for example, aluminum
nitride to replace ZnO in the FBAR devices.13–15 Despite the
theory for FBAR structure has been well established and
some high sensitivity devices have been reported, there is
still large room for further improvement.
Among many factors that may have influence on the
comprehensive performance of FBAR device, the property
of the ZnO layer in the piezoelectric resonant unit plays a
most critical role. It is known that the work frequency i.e.,
the resonant frequency of a typical ZnO-based FBAR can be
well estimated using the equation
fr =
1
2t
 c33E

1 − 0.41kt21 − 0.5kt2  , 1
where , t, c33
E
, and kt are the density, thickness, stiffness
coefficient, and piezoelectric coupling coefficient of the ZnO
thin film in the piezoelectric resonant unit, respectively.16–19
For a ZnO film with a fixed thickness, the three parameters 
, c33
E
, and kt may have different influences on fr: 1 The
typical value of kt
2 ranges from 7.5% to 8.5%. This variation
does not lead to much change in the value of fr. 2 The
density  is not a parameter that can be significantly modi-
fied, either. 3 Stiffness is the resistance of an elastic body to
deflection or deformation by an applied force. Because the
ZnO single crystal is highly anisotropic, the actual value of
c33
E of a ZnO thin film is dependent on the crystallographic
orientation, roughness, and uniformity of thickness of the
film. A highly oriented ZnO film with a very smooth surface
and good uniformity is beneficial for obtaining a high-fr de-
vice. Quite obviously these requirements are also applicable
for all other layers in the Bragg reflector.
In this letter we report our effort on the development of
ZnO-based FBAR structure with a higher work frequency
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and thus a better theoretical sensitivity than reported ones.
Our FBAR device consists of a piezoelectric element
Au/ZnO/Pt with thicknesses tAu=300 nm, tZnO=750 nm,
and tPt=500 nm and a Bragg reflector ZnO/Pt/ZnO/Pt/Si
with thicknesses tZnO=400 nm, tPt=250 nm, and tSi
=500 m. All thin films Pt, ZnO, and Au were fabricated
via magnetron sputtering using 3 in. targets. The processing
conditions were optimized such that ZnO and Pt films with
best crystallinity, texture, smoothness, and uniformity could
be obtained. The typical deposition parameters include: base
vacuum=2.510−4 Pa, substrate temperature=280 °C, and
sputtering power=200 W rf for ZnO and 100 W dc for Pt
and Au. The control of thickness of each layer was realized
by adjusting the deposition time strictly under the fixed syn-
thesis conditions. The gold top electrodes were patterned us-
ing standard microelectronic techniques. Structures of the
devices were characterized by x-ray diffraction XRD
Bruker AXS D8 Discover, atomic force microscope Digi-
tal Instrument Nanoscope IV, and transmission electron mi-
croscopy TEM JEOL JEM-2011 operated at 200 kV.
The electrical characteristics of the devices were studied
by measuring the S parameters using a network analyzer
8720ES, Agilent with a Cascade probe station. Both bare
and coated devices were used in the tests. The biospecies for
the coating included Staphylococal Protein A mixed with the
antibody goat-antihuman IgG, the sufficient blocking anti-
body goat IgG, the antigen human IgG for immunoreac-
tion such as key and lock, and colloidal gold coated with
goat-antihuman IgG aiming to augment the total immunoas-
say mass. During each step, the resonator was thoroughly
rinsed with de-ionized water to eliminate uncoated or unre-
acted mass.
Figure 1 shows the XRD  /2 scan of our sample the
layered structure is shown later in Fig. 3. Five high intensity
peaks were found, which are identified to be ZnO 002, Au
111, Pt 111, Si 004, and ZnO 004 reflections. No other
peaks were observed in the test range. Based on the XRD
data, it is concluded that all ZnO and Pt layers have good
crystallinity and are highly textured. The surface morphology
of the sample was checked in an atomic force microscope
data not shown. It was found that the top ZnO layer has a
very clean and smooth surface. The average grain size of the
ZnO film was 50 nm and the root-mean-square roughness
was 7 nm.
The cross-sectional structures of the sample were ob-
served in a TEM, which further confirmed the structure fea-
tures revealed by XRD. Figure 2 shows the bright-field im-
age of the sample with labels on the alternative layers. In the
inset of Fig. 2a, the selected area electron diffraction pat-
tern, taken from the indicated area A, shows the textured
growth of ZnO and Pt grains. The ZnO 0002 planes are
parallel to the Pt 111 as evident from the indexing on the
diffraction pattern. The inset of Fig. 2b is the as-recorded
high resolution image showing the interface between a ZnO
grain and a Pt grain. The ZnO 0002 planes are grown on
top of the Pt 111 plane with a very clean interface. There is
a noticeable diffusion between the Pt layer and the Si sub-
strate shown in the low magnification image. The energy-
dispersive x-ray spectroscopy studies data not shown con-
firmed that the interfacial region between Pt and Si contains
an alloy of Pt and Si with various degrees of mixing. There is
no evidence, however, that the diffusion had influenced the
growth of ZnO and other Pt layers.
Due to the good crystallinity and textured structure, our
ZnO film was found to exhibit a large stiffness and good
electromechanical coupling property in the piezoelectric
measurements data not shown. The resonant frequencies of
the bare FBAR devices were determined and the results are
shown in Fig. 3 the pattern of top electrodes is shown in the
inset. As a comparison, the resonant frequency of the de-
vices with different ZnO thicknesses was calculated based on
Eq. 1 and using literature data for kt
2
=8.5%, c33E
FIG. 1. Color online X-ray diffraction pattern of the sample with a layered
structure of Au/ZnO/Pt/ZnO/Pt/ZnO/Pt/Si.
FIG. 2. Cross-sectional observation of ZnO-FBAR in a TEM. The inset a
shows the selected area electron diffraction pattern and b shows a high-
resolution image.
FIG. 3. Color online Resonance frequency of ZnO-FBAR. The inset
shows the schematic structure of the device.
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=210 GPa, and =5.7103 kg/m3.12–14 A good agreement
between the experimental data and calculation results was
found. For our FBAR device with ZnO thickness=750 nm,
for example, the measured resonant frequency was 3.94 GHz
while the theoretical value was 4.08 GHz. The difference
between these two results is only 3.5%. Samples with dif-
ferent ZnO thicknesses were also prepared and tested, as
shown in Fig. 3.
The use of the FBAR in the detection of coating mass is
demonstrated in Fig. 4. The return loss S11 of devices with/
without coatings was characterized on a network analyzer.
As shown in Fig. 4, three featured frequencies were ob-
served: 1 the resonant frequency of the bare device, fr
=3.940 GHz; 2 after bioimmobilization i.e., with the coat-
ing of antibody, fr=3.925 GHz; and 3 after the protein
coupling i.e., with the addition of more bioappending mass,
fr=3.900 GHz. The difference in resonant frequency be-
tween FBAR for different bioattaching cases is 20 MHz,
which is large enough for conventional detection. The bioap-
pending mass can be estimated by using the Sauerbrey
equation20
m = − A/2fr2f , 2
where m, A, , , fr, and f are the appending mass, area,
density, elastic constant, fundamental resonant frequency and
frequency shift, respectively. By calculation, we have found
that the bioimmobilization mass and the mass of protein
through coupling were 380 and 630 pg, respectively. These
results are in good agreement with the results that were es-
timated based on the known concentrations and volumes of
the solutions used for the coatings. According to definition of
sensitivity,3,6 S= f /m, the calculated sensitivity of our
biosensor is 8970 Hz cm2/ng, which is obviously much
larger than the conventional QCMs.
In summary, a ZnO-based film bulk acoustic resonator
has been fabricated through an optimized magnetron sputter-
ing process. By x-ray diffraction, atomic force microscope,
and transmission electron microscope observations, it was
found that all thin film layers ZnO and Pt were well crys-
tallized, highly oriented, smooth, and uniform. The electrical
measurements revealed that the FBAR consisting of a
750 nm thick ZnO layer was featured with a high resonant
frequency of 3.94 GHz. A large shift of the resonant fre-
quency was observed as different biospecies were coated on
the device. The sensitivity of the FBAR device, estimated
based on the experiments, was 8970 Hz cm2/ng.
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FIG. 4. Color online Return loss S11 of ZnO FBAR 1 bare device, 2
after bioimmobilization and 3 after protein coupling.
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